Electrodes for STAR-Rite Violet Rays 


‘The following list of standard electrodes can be fumish direct from stock the day order is received, STAR-Rite 
electrodes are guaranteed to be of the highest quality of material and workmanship. Order by number to avoid error. 
THE FITZGERALD MFG. CO.,- TORRINGTON, CONN, 


aa Ne USO R RACE, 
x SS Price - - $1.00 


eis 
) _/ For facial and body treatment 
Cod for any surface application: 
This applicator is supplied with all STAR-Rite Viclet Rays, 

Ne. 2 NASAL and EAR 


Pre - - - + $1.00 = 


“Thi electrode has been eapec- = 
fall desined for nasal and ear treatments - use fo all eatatbal 
conditions, cat ache, deafness and headnoises, Notinslated 


; No.3 
/ EXTERNAL 

THROAT 

Price = = ~ $1.00 

Suggested forut in tons 

is goine seducing double. chin, Designed to fit avec the throat 

Ne. 4 COMB 2 

Proce - $2.00 fZ 
For scalp reatments-flnghsic- and dand- 
tll resiaing, ofr of the brit, and ime 
slang new grow. Speckilly designed. 


No. 5 SPINAL 
Price -- $1.50 
Fit over both sides of the 
vetebises For wien all 
‘spinal treatments, 


No, 6 SINGLE EYE, 


Pie - - - $1.00 a Se 


Far treatment of eyes singly, er only one eye. 


I 
ZA Ne 1p0unE Eve 
Price -- = $150 
Fer treatment of both eyes 
simultaneously, 


~ No 15 CONDENSER 
Price $350 z 


This electrode condenser the oe 


current, and insures a strong 
= even fow, The electrical heat 

enerated is especially henefical in deep-tenied casta Used for 
neariti, limbsgo and rheumatism, 


No, 18 METAL 
$1.00 


Delivers s strong current, and is ured for tonic pusposcaand Where 


Price = 


constitutional effects are desired. When held by the patient there 
is no muscular contraction, bul a'sense of warmih prevails thr the: 
entre body. The vse ofthis eledrode or the fingers of the oper. 
ator can be used to draw the current to any pait of the bed 


ORIFICIAL TREATMENTS 


All orificial electrodes must be Jubricated before insertion. 


rmon's - the patient and operator. 


lis recommended that two people give these treat- 


Turn the current on before inserting the electrode and turn off before removing the 


electrode, Orificial treatinents are never painful, and the electrade should be moved slightly to ayeid sticking to mucous 


membrane. Treatments - 3 to 5 minutes, 


PLAIN ELECTRODES 


No.8 RECTAL 
Price = §1,00 


(eae ee 


he. 20 


INFERNAL 


THROAT Price - $1.00 


No.9 VAGINAL 
Price - = $1.50 





Insulated Electrodes 


In using insulated electrodes there is no loss of current when the electrode is introduced into the orifice of the 
body. In the ase of the plain = uninsulated clectrodes - much of the current is lost at the fist_point of contact with the 
body, For instance, if the prostatic gland is being treated with the plain electrode muth of the current is lost thru the 
recial opening, but by using No. 28 insulated electrode the current is carried to the point to be treated without loss. 


No, 10 PYORRHEA 
Insulated 
Price - - - $2.00, 


SB 


No. 12 DENTAL 
== $h75 


No, 14 DENTAL 
Price - - $2.00 
Insulated for cavity treatment 


No, 16 OZONE GENERATOR Price - $950 
Designed for direct medication in mazal, throat, bronchial and 
ling affectious, Generates enormous quantities of ozone whichis 
ery beneficial in treatments of the tespralory organs. ‘The oxsne 
pornieates every cell-desizoys germ life and soothes invlamed seves, 


f No. 17 EAR 
Used for catanial conditions in the ear ~ earache, head noises, 
deaines, cle. 


Inulated Price - $2.00 


No. 21 
THROATINTERNAL gg 
Price - - = $200 Insulated. Tonitistonsl diseases. 


= No, 22 RECTAL - Insilated 
FSS Price “32. 


No 23- VAGINAL — 


Inslated (aot perforated) 7 
Price - - - $200 


ae No, 24 
= VAGINAL PERFORATED 


Price ~ <= - 4 =) = $2.00 
Specially constracted| so that ozone may be generated withia the 


vagim, Used for evarits, vats, leueorehéa, asd all pelvic 
inflarsmations, 


No, 25 SPECIAL EAR 
GOOSENECK = 
Price - $2.00 i \ 
Specially designed for sar corditions 


No. 27 
CAUTERY, 
ELECTRODE, 


‘removing wars, moles and growths, Only one of two treatments 
necessary. 


No. 28 PROSTATIC 
SSS pia - | $100 


‘Specially designed so that it fits dteetly over the gland. This 
‘lectode can abo be used for Yagnal work. 


‘Used for cysts, srietures 


Note: Keep all elsctodes clean. Use warm water and soap, Howeven these electrodes can be boiled when 
accessary. We recommend that a physician be consulted end his instructions carefully followed om when violet ray. 


licatments ate giving for serious disorders, 
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